Reproducibility of computerized pallor measurements obtained with the Rodenstock Disk Analyzer.
Computerized pallor measurements of the optic nervehead were performed by global analysis with the Rodenstock Disk Analyzer. Total intervideographic and intravideographic variability was calculated. The coefficients of variation ranged from 8.3% to 20.08% for intervideographic variability of different pallor histogram values. The intravideographic variability for pallor histogram values ranged from 0.82% to 2.94%.